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Abstract 

The pressure laboratories of Centre for Metrology and Accreditation (MIKES), Vaisala 
Oyj and Laboratoire national de métrologie et d’essais (LNE) compared their absolute 
pressures in the barometric range from 5 kPa to 130 kPa in 2007. Both MIKES and 
Vaisala were working on lower measurement uncertainties in this range. 
 
Two transfer standards were used. The first one was a DH Instruments PPC3 pressure 
controller/calibrator with two absolute pressure ranges: low range from 0 to 110 kPa 
and high range from 0 to 160 kPa. The second transfer standard was a Vaisala 
PTB330 digital pressure transmitter for the range from 50 kPa to 110 kPa. The transfer 
standards were provided by Vaisala. 
 
The stability of the transfer standards was assessed from the results of three subse-
quent calibrations at Vaisala. The drift rates of the high and low range in the DH In-
struments PPC3 were low and predictable, allowing the transfer of pressures with a re-
lative uncertainty of few parts per million. The PTB330 transmitter was not as stable as 
the PPC3. 
 
The results from LNE were used as reference values in the comparison. LNE is one of 
the leading pressure laboratories in the world, and capable of very low uncertainties. 
The results of MIKES and Vaisala were corrected for drift, and the uncertainties of the 
drift corrections were introduced in the combined uncertainties. The agreement of the 
corrected results from MIKES and Vaisala with the uncorrected reference values of 
LNE was good. 
 
The comparison results give a strong support to the planned lower uncertainties for 
MIKES and Vaisala. 
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Vaisala results on PPC3 High (down)
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Figure 2. The original results from Vaisala on PPC3 High range for decreasing 
pressure. 

Vaisala  results on PPC3 High (up)
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Figure 3. The original results from Vaisala on PPC3 High range for increasing 
pressure. 
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Vaisala results V1, V2 and V3 
at 400 hPa up on PPC3 High
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Figure 4. Determination of the drift rate on PPC3 High range at nominal pres-
sure 400 hPa, increasing pressure. 

Figure 4 shows an example on determination of the drift rate by fitting a straight line 
to the three results from Vaisala, measured at different times. The drift corrections at 
each nominal pressure are shown in the Result tables 1a to 1d in the Appendix. The 
observed drift rates range from -0,00278 hPa/month to -0,00462 hPa/month. The 
drift rate seems to depend on the nominal pressure, and also on the direction of the 
pressure change. 
 
The Result tables 1a to 1d in the Appendix show also the drift corrected results from 
Vaisala and MIKES. Their original uncertainties were increased with the uncertainty 
of the drift correction, based on the calculated 2-s uncertainty of the line fitting. The 
results from LNE were used as reference values, without any corrections and with 
their original uncertainties. 
 
Figure 5 illustrates the results before and after correction at 800 hPa down. 
 

PPC3 High, 800 hPa down
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Figure 5. The results on PPC3 High range at nominal pressure 800 hPa, de-
creasing pressure, before and after corrections for drift. 
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10.2 Comparison to reference values 

 
The deviations of the drift corrected results of Vaisala and MIKES from the LNE re-
sults are shown in Tables 1a to 1d in the Appendix. Figure 6 illustrates the drift cor-
rected results of Vaisala V1 and MIKES as well as LNE for decreasing pressures. 
 

PPC3 High range: Results at decreasing pressure
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Figure 6. Drift corrected results on PPC3 High range, decreasing pressure. 

A tool often used in analysing results from inter-laboratory comparisons is the nor-
malised error En, which takes into account both the result and its uncertainty. The 
normalised error En for a pressure comparison is calculated as 
 

( ) ( )
( )22

reflab

refstdtransferlabstdtransfer

n
UU

pppp
E

+

−−−
=  

 
where  
ptransfer  is the pressure indicated by the transfer standard,  
pstd  is the pressure of the laboratory standard, 
Ulab  is the uncertainty of the laboratory result, and 
Uref  is the uncertainty of the reference value. 
 
The result in an inter-laboratory comparison is regarded as correct within the limits 
of uncertainty, if the absolute value of the normalised error En is less than 1. 
 
The normalised error values En for the drift corrected results on the PPC3 High 
range from Vaisala and MIKES are shown in the Result tables 1a to 1d in the Ap-
pendix, and illustrated in Figure 7. A summary of the En –values is presented in Table 
1. 
 
For all the Vaisala and MIKES results the normalised errors En lie between -1 and 
+1. 
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Transfer standard PPC3 High range, 
Reference values from LNE
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Figure 7. The normalised error values En for results of Vaisala and MIKES on 
PPC3 High range, on both decreasing and increasing pressures. 

 
 
 

Table 1. Summary of normalised error values En on PPC3 High range. 
 

Measurement Range of En-values 
Vaisala V1 down -0,73 … +0,83 
Vaisala V1 up -0,66 … +0,52 
Vaisala V2 down -0,84 … +0,42 
Vaisala V2 up -0,77 … +0,03 
Vaisala V3 down -0,79 … +0,72 
Vaisala V3 up -0,71 … +0,37 
MIKES down -0,69 … +0,31 
MIKES up -0,54 … +0,22 

 

10 Measurement results on PPC3 Low range 

11.1 Drift correction 

The results obtained on PPC3 Low range are shown in the Result tables 2a to 2d in 
the Appendix, and the results from Vaisala are illustrated in Figures 8 and 9. 
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Vaisala average results on PPC3 Low (down)
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Figure 8. The original results from Vaisala on PPC3 Low range for decreasing 
pressure. 

 
 
 

Vaisala results on PPC3 Low (up)
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Figure 9. The original results from Vaisala on PPC3 Low range for increasing 
pressure. 

 
Figure 10 shows an example on the determination of the drift rate by fitting a straight 
line to the three results from Vaisala, measured at different times. The drift correc-
tions at each nominal pressure are shown in Result tables 2a to 2d in the Appendix. 
The observed drift rates range from 0,00122 hPa/month to 0,00276 hPa/month. In 
this case the linear time-dependent drift model is not very good as the changes from 
V1 to V2 are low compared to those between V2 and V3. 
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The Result tables 2a to 2d in the Appendix show also the drift corrected results from 
Vaisala and MIKES. As for the High range results, their original uncertainties were 
increased with the uncertainty of the drift correction, based on the calculated 2-s un-
certainty of the line fitting. The results from LNE were used as reference values, 
without any corrections and with their original uncertainties. 
 
Figure 11 illustrates the results before and after correction at 850 hPa down. 
 
 
 

Vaisala results V1, V2 and V3
 at 750 hPa up on PPC3 Low
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Figure 10. Determination of the drift rate on PPC3 Low range at nominal pres-
sure 750 hPa, increasing pressure. 

 

PPC3 Low, 850 hPa down
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Figure 11. The results on PPC3 Low range at nominal pressure 850 hPa, de-
creasing pressure, before and after corrections for drift.  
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11.2 Comparison to reference values 

The deviations of the drift corrected results of Vaisala and MIKES from the LNE re-
sults are shown in the Result tables 2a to 2d in the Appendix. Figure 12 illustrates 
the drift corrected results from Vaisala V1, MIKES and LNE for decreasing pres-
sures. 
 
 

PPC3 Low range: Results at decreasing pressure
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Figure 12. Drift corrected results on PPC3 Low range, decreasing pressure. 

 
The normalised error values En were again calculated for the drift corrected results 
from Vaisala and MIKES. They are shown in the Result tables 2a to 2d in the Ap-
pendix, and illustrated in Figure 13. A summary of the En-values is presented in Ta-
ble 2. 
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Transfer standard PPC3 Low range,
 Reference values from LNE
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Figure 13. The normalised error values En for results of Vaisala and MIKES on 
PPC3 Low range. 

 
 
 
 
 
 

Table 2. Summary of normalised error values En on PPC3 Low range. 
 

Measurement Range of En-values 
Vaisala V1 down -1,16 …  -0,29 
Vaisala V1 up -1,05 …  -0,46 
Vaisala V2 down -1,13 …  -0,45 
Vaisala V2 up -0,99 …  -0,68 
Vaisala V3 down -0,93 … +0,07 
Vaisala V3 up -0,89 …  -0,21 
MIKES down -0,06 … +0,31 
MIKES up -0,04 … +0,24 

 
 
For the Vaisala results there are five En absolute values below or equal to 1, at 
nominal pressures 1100 hPa and 1050 hPa down in the result sets V1 and V2, and 
at 1050 hPa up in the result set V1. 
 
For MIKES results on PPC3 Low range all the En- values lie between -1 and +1. 
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11 Measurement results on PTB330 

12.1 Drift correction 

The results obtained on the Vaisala barometer PTB330 are shown in the Result ta-
bles 3a to 3d in the Appendix, and the results from Vaisala are illustrated in Figures 
14 and 15. 
 
Figure 16 shows again an example on determination of the drift rate by fitting a 
straight line to the three results from Vaisala measured at different times. The drift 
corrections at each nominal pressure are shown in the Result tables 3a to 3d in the 
Appendix. The observed drift rates range from 0,00970 hPa/month to 0,02233 
hPa/month. The drift rate seems to be dependent on pressure. The linear time-
dependent drift model is here not very good as the changes between V1 to V2 are 
low compared to those between V2 and V3. 
 
 

Vaisala results on PTB330 (down)
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Figure 14. The original results from Vaisala on PTB330 for decreasing pres-
sure. 
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Vaisala results on PTB330 (up)

0,00

0,02

0,04

0,06

0,08

0,10

0,12

400 500 600 700 800 900 1000 1100 1200

Nominal pressure [hPa]

D
ev

ia
tio

n 
fr

om
 

Va
is

al
a 

st
an

da
rd

 [h
Pa

]

V1 up V2 up V3 up
 

Figure 15. The original results from Vaisala on PTB330 for increasing pressure. 

 
 
 

Vaisala results V1, V2 and V3 
at 750 hPa down on PTB330
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Figure 16. The determination of the drift rate on PTB330 at nominal pressure 
750 hPa, decreasing pressure. 

 
The Result tables 3a to 3d show also the drift corrected results from Vaisala and 
MIKES. As for the results on PPC3, the original uncertainties were increased with 
the uncertainty of the drift correction, based on the calculated 2-s uncertainty of the 
line fitting. The results from LNE were again used as reference values, without any 
corrections and with their original uncertainties. 
 
Figure 17 illustrates the results before and after correction at 850 hPa down. 
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PTB330, 850 hPa down

y = 0,01511x - 0,09172

0,02

0,03

0,04

0,05

0,06

0,07

0,08

0,09

8 9 10 11 12

Time [month in 2007]

D
ev

ia
tio

n 
fr

om
 

la
bo

ra
to

ry
 s

ta
nd

ar
d 

[h
Pa

]

Corrected Raw data Lin. (Vaisala, raw)

V1 V2 V3

LNE 2

MIKES

 

Figure 17. The results on PTB330 at nominal pressure 850 hPa, decreasing 
pressure, before and after corrections for drift. 

12.2 Comparison to reference values 

The deviations of the drift corrected results of Vaisala and MIKES from the LNE re-
sults are shown in the Result tables 3a to 3d in the Appendix. The drift corrected re-
sults from Vaisala V1, MIKES and LNE are illustrated in Figure 18. 
 
 
 

PTB330: Results at decreasing pressure
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Figure 18. Drift corrected results on PTB330, decreasing pressure. 
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The normalised error values En were again calculated for the drift corrected PTB330 
results from Vaisala and MIKES. They are shown in the Result tables 3a to 3d in the 
Appendix, and illustrated in Figure 19. A summary of the En-values is presented in 
Table 3. 
 
 

Table 3. Summary of normalised error values En on PTB330. 
 

Measurement Range of En-values 
Vaisala V1 down -0,53 … +0,66 
Vaisala V1 up -0,35 … +0,42 
Vaisala V2 down -0,73 … +0,27 
Vaisala V2 up -0,69 … +0,03 
Vaisala V3 down -0,58 … +0,54 
Vaisala V3 up -0,44 … +0,29 
MIKES down -0,02 … +0,39 
MIKES up  0,00 … +0,37 

 
 
 
 
 

Transfer standard: PTB330, 
Reference values from LNE
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Fig. 19. Normalised error values En for results of Vaisala and MIKES on 
PTB330. 

 
For all the results on PTB330 from Vaisala and MIKES the normalised errors En lie 
between -1 and +1. 
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12 Instability and intrinsic uncertainty of the transfer stan-
dards 

The DHI PPC3 had on its both ranges a better stability than the Vaisala PTB330. 
Figure 20 illustrates their drift rates, determined as linear time dependent drift in 
hPa/month from the three measurements at Vaisala. The changes in the two ranges 
of the PPC3 were less than 0,005 hPa/month. Obviously most of the change con-
sisted of zero drift. The changes found on the PTB330 were larger and dependent 
on pressure. 
 
A linear time-dependent drift is a simplification as the transports probably cause 
more changes in the transfer standard than time only. Accordingly, the additional 
uncertainty as the uncertainty of the regression line is also a simplification. 
 
Other sources of uncertainty were the scatter of the results, resolution of the transfer 
standard and the laboratory reference standard. Figures 21 to 23 illustrate the un-
certainty of the results at each nominal pressure compared to the CMC values of 
LNE and the target values of MIKES and Vaisala. 
 
The uncertainties given by LNE and MIKES to the results on PPC3 Low range are 
practically equal to the CMC or target, allowing very precise comparison of CMCs 
using normalised errors En. On PPC3 High range and PTB330 the uncertainties are 
higher at the low ends of the ranges and especially after the drift correction. Now the 
comparison of the results is not so directly the same as the comparison of CMC-
values. 
 
The uncertainties given by Vaisala are lower than their target CMC values at all 
nominal pressures. If the normalised errors En for the Vaisala results are recalcu-
lated using the target CMCs as their uncertainties, all the En –values would lie be-
tween -1 and + 1, as can be seen in the Result tables 4a to 6c in the Appendix. 
 

Drift rates based on Vaisala results
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Figure 20. The drift rates on the two ranges of PPC3 and PTB330 calculated 
from the three measurements at Vaisala. 
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Uncertainties on PPC3 High range
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Figure 21. The measurement uncertainties on the results on PPC3 High range 
given by the laboratories, compared to the CMC values of LNE and the target 
values of MIKES and Vaisala. 

 
 

Uncertainties on PPC3 Low range
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Figure. 22. The measurement uncertainties on the results on PPC3 Low range 
given by the laboratories, compared to the CMC values of LNE and the target 
values of MIKES and Vaisala. 
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Uncertainties on PTB330
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Figure 23. The measurement uncertainties on the results on PTB330 given by 
the laboratories, compared to the CMC values of LNE and the target values of 
MIKES and Vaisala. 

13 Conclusions 

After the drift correction a majority of the results from MIKES and Vaisala were in 
agreement with the uncorrected reference values from LNE. 
 
For five of 54 Vaisala results obtained on the PPC3 Low range from 500 hPa to 
1100 hPa the absolute value of the normalised error En was equal to or slightly 
higher than 1.  
 
However, the uncertainties given by Vaisala are lower than their target CMC values 
at all nominal pressures. If the normalised errors En for the Vaisala results are recal-
culated using the planned new CMCs as their uncertainties, all the En –values would 
lie between -1 and + 1. 
 
For all MIKES results on the PPC3 Low range from 500 hPa to 1100 hPa the values 
of the normalised errors En were between -1 and +1.  
 
On the PPC3 High range from 50 hPa to 1300 hPa and on PTB330 from 500 hPa to 
1100 hPa all Vaisala and MIKES results were in agreement with the reference val-
ues from LNE, but the uncertainties were higher than with the PPC3 Low range. 
 
The comparison results give a strong support to the planned lower uncertainties for 
MIKES and Vaisala. 
 
The transfer standard DHI PPC3 was found to be very stable, allowing the transfer 
of pressures with a relative uncertainty of a few parts per million. 
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APPENDIX: Results 
 
 
Result table 1 a 
 
PPC3 High range: Vaisala result set 1

Reference values Original Original Drift corr. Drift corr. Drift corr. Drift corr.
Nominal LNE LNE Drift Vaisala 1 Vaisala 1 Vaisala 1 Vaisala 1 deviation normalised
pressure result unc'ty correction result unc'ty result unc'ty from LNE error

hPa hPa hPa hPa/month hPa hPa hPa hPa hPa En

1300 down -0,0101 0,013 -0,00376 -0,0200 0,0141 -0,0242 0,0143 -0,0141 -0,73
1200 down -0,0116 0,012 -0,00383 -0,0180 0,0130 -0,0223 0,0136 -0,0107 -0,59
1000 down -0,0163 0,011 -0,00390 -0,0170 0,0121 -0,0214 0,0134 -0,0051 -0,29
800 down -0,0212 0,010 -0,00389 -0,0145 0,0100 -0,0189 0,0148 0,0023 0,13
600 down -0,0157 0,007 -0,00335 -0,0080 0,0094 -0,0118 0,0117 0,0039 0,29
400 down -0,0141 0,006 -0,00325 -0,0035 0,0083 -0,0072 0,0115 0,0069 0,54
200 down -0,0192 0,004 -0,00328 -0,0045 0,0070 -0,0082 0,0126 0,0110 0,83
100 down -0,0161 0,004 -0,00303 -0,0035 0,0060 -0,0069 0,0123 0,0092 0,71

50 down -0,0118 0,004 -0,00294 -0,0005 0,0060 -0,0038 0,0154 0,0080 0,50
50 up -0,0191 0,003 -0,00294 -0,0095 0,0060 -0,0128 0,0154 0,0063 0,40

100 up -0,0245 0,004 -0,00278 -0,0130 0,0060 -0,0161 0,0171 0,0084 0,48
200 up -0,0299 0,005 -0,00357 -0,0170 0,0071 -0,0210 0,0163 0,0089 0,52
400 up -0,0230 0,006 -0,00429 -0,0140 0,0081 -0,0188 0,0120 0,0042 0,31
600 up -0,0218 0,007 -0,00461 -0,0165 0,0090 -0,0217 0,0104 0,0001 0,01
800 up -0,0222 0,009 -0,00440 -0,0225 0,0100 -0,0275 0,0102 -0,0053 -0,39

1000 up -0,0202 0,011 -0,00438 -0,0220 0,0120 -0,0269 0,0123 -0,0067 -0,41
1200 up -0,0158 0,012 -0,00407 -0,0215 0,0130 -0,0261 0,0131 -0,0103 -0,58
1300 up -0,0125 0,013 -0,00462 -0,0200 0,0141 -0,0252 0,0143 -0,0127 -0,66  

 
 
 
 
Result table 1 b 
 
PPC3 High range: Vaisala result set 2

Reference values Original Original Drift corr. Drift corr. Drift corr. Drift corr.
Nominal LNE LNE Drift Vaisala 2 Vaisala 2 Vaisala 2 Vaisala 2 deviation normalised
pressure result unc'ty correction result unc'ty result unc'ty from LNE error

hPa hPa hPa hPa/month hPa hPa hPa hPa hPa En

1300 down -0,0101 0,013 -0,00376 -0,0230 0,0131 -0,0256 0,0133 -0,0155 -0,84
1200 down -0,0116 0,012 -0,00383 -0,0220 0,0120 -0,0247 0,0125 -0,0131 -0,75
1000 down -0,0163 0,011 -0,00390 -0,0220 0,0111 -0,0247 0,0122 -0,0084 -0,51

800 down -0,0212 0,010 -0,00389 -0,0225 0,0090 -0,0252 0,0133 -0,0040 -0,24
600 down -0,0157 0,007 -0,00335 -0,0135 0,0083 -0,0158 0,0104 -0,0001 -0,01
400 down -0,0141 0,006 -0,00325 -0,0095 0,0064 -0,0118 0,0096 0,0023 0,21
200 down -0,0192 0,004 -0,00328 -0,0120 0,0057 -0,0143 0,0111 0,0049 0,42
100 down -0,0161 0,004 -0,00303 -0,0110 0,0049 -0,0131 0,0108 0,0030 0,26

50 down -0,0118 0,004 -0,00294 -0,0100 0,0042 -0,0121 0,0135 -0,0003 -0,02
50 up -0,0191 0,003 -0,00294 -0,0190 0,0040 -0,0211 0,0134 -0,0020 -0,14

100 up -0,0245 0,004 -0,00278 -0,0235 0,0050 -0,0254 0,0153 -0,0009 -0,06
200 up -0,0299 0,005 -0,00357 -0,0270 0,0052 -0,0295 0,0141 0,0004 0,03
400 up -0,0230 0,006 -0,00429 -0,0210 0,0060 -0,0240 0,0100 -0,0010 -0,09
600 up -0,0218 0,007 -0,00461 -0,0215 0,0080 -0,0247 0,0093 -0,0029 -0,25
800 up -0,0222 0,009 -0,00440 -0,0255 0,0090 -0,0286 0,0092 -0,0064 -0,50

1000 up -0,0202 0,011 -0,00438 -0,0255 0,0110 -0,0286 0,0113 -0,0084 -0,53
1200 up -0,0158 0,012 -0,00407 -0,0240 0,0120 -0,0268 0,0121 -0,0110 -0,65
1300 up -0,0125 0,013 -0,00462 -0,0235 0,0130 -0,0267 0,0132 -0,0142 -0,77  
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Result table 1 c 
 
PPC3 High range: Vaisala result set 3

Reference values Original Original Drift corr. Drift corr. Drift corr. Drift corr.
Nominal LNE LNE Drift Vaisala 3 Vaisala 3 Vaisala 3 Vaisala 3 deviation normalised
pressure result unc'ty correction result unc'ty result unc'ty from LNE error

hPa hPa hPa hPa/month hPa hPa hPa hPa hPa En

1300 down -0,0101 0,013 -0,00376 -0,0290 0,0130 -0,0247 0,0132 -0,0146 -0,79
1200 down -0,0116 0,012 -0,00383 -0,0275 0,0120 -0,0231 0,0127 -0,0115 -0,66
1000 down -0,0163 0,011 -0,00390 -0,0270 0,0110 -0,0226 0,0124 -0,0063 -0,38
800 down -0,0212 0,010 -0,00389 -0,0255 0,0092 -0,0211 0,0143 0,0001 0,01
600 down -0,0157 0,007 -0,00335 -0,0170 0,0080 -0,0132 0,0106 0,0025 0,20
400 down -0,0141 0,006 -0,00325 -0,0125 0,0070 -0,0088 0,0106 0,0053 0,44
200 down -0,0192 0,004 -0,00328 -0,0140 0,0050 -0,0103 0,0117 0,0089 0,72
100 down -0,0161 0,004 -0,00303 -0,0125 0,0041 -0,0090 0,0115 0,0071 0,58

50 down -0,0118 0,004 -0,00294 -0,0100 0,0040 -0,0066 0,0148 0,0052 0,34
50 up -0,0191 0,003 -0,00294 -0,0190 0,0050 -0,0156 0,0151 0,0035 0,22

100 up -0,0245 0,004 -0,00278 -0,0225 0,0050 -0,0193 0,0169 0,0052 0,30
200 up -0,0299 0,005 -0,00357 -0,0280 0,0050 -0,0239 0,0155 0,0060 0,37
400 up -0,0230 0,006 -0,00429 -0,0255 0,0060 -0,0206 0,0108 0,0024 0,19
600 up -0,0218 0,007 -0,00461 -0,0280 0,0070 -0,0227 0,0087 -0,0009 -0,08
800 up -0,0222 0,009 -0,00440 -0,0330 0,0091 -0,0280 0,0093 -0,0058 -0,45

1000 up -0,0202 0,011 -0,00438 -0,0325 0,0110 -0,0275 0,0114 -0,0073 -0,46
1200 up -0,0158 0,012 -0,00407 -0,0310 0,0120 -0,0264 0,0121 -0,0106 -0,62
1300 up -0,0125 0,013 -0,00462 -0,0310 0,0130 -0,0257 0,0133 -0,0132 -0,71  

 
 
 
 
Result table 1 d 
 
PPC3 High range: MIKES results

Reference values Original Original Drift corr. Drift corr. Drift corr. Drift corr.
Nominal LNE LNE Drift MIKES MIKES MIKES MIKES deviation normalised
pressure result unc'ty correction result unc'ty result unc'ty from LNE error

hPa hPa hPa hPa/month hPa hPa hPa hPa hPa En

1300 down -0,0101 0,013 -0,00376 -0,0019 0,0208 -0,0050 0,0209 0,0051 0,21
1200 down -0,0116 0,012 -0,00383 -0,0049 0,0199 -0,0081 0,0203 0,0035 0,15
1000 down -0,0163 0,011 -0,00390 -0,0086 0,0180 -0,0119 0,0188 0,0044 0,20
800 down -0,0212 0,010 -0,00389 -0,0125 0,0145 -0,0157 0,0176 0,0055 0,27
600 down -0,0157 0,007 -0,00335 -0,0083 0,0128 -0,0111 0,0143 0,0046 0,29
400 down -0,0141 0,006 -0,00325 -0,0071 0,0105 -0,0098 0,0128 0,0043 0,31
200 down -0,0192 0,004 -0,00328 -0,0142 0,0083 -0,0169 0,0128 0,0023 0,17
100 down -0,0161 0,004 -0,00303 -0,0140 0,0077 -0,0165 0,0126 -0,0004 -0,03

50 down -0,0118 0,004 -0,00294 -0,0193 0,0040 -0,0217 0,0138 -0,0099 -0,69
50 up -0,0191 0,003 -0,00294 -0,0253 0,0083 -0,0277 0,0156 -0,0086 -0,54

100 up -0,0245 0,004 -0,00278 -0,0283 0,0074 -0,0306 0,0166 -0,0061 -0,36
200 up -0,0299 0,005 -0,00357 -0,0313 0,0079 -0,0342 0,0157 -0,0043 -0,26
400 up -0,0230 0,006 -0,00429 -0,0244 0,0086 -0,0280 0,0119 -0,0050 -0,37
600 up -0,0218 0,007 -0,00461 -0,0205 0,0113 -0,0243 0,0123 -0,0025 -0,18
800 up -0,0222 0,009 -0,00440 -0,0165 0,0139 -0,0201 0,0141 0,0021 0,13

1000 up -0,0202 0,011 -0,00438 -0,0141 0,0165 -0,0178 0,0167 0,0024 0,12
1200 up -0,0158 0,012 -0,00407 -0,0075 0,0191 -0,0109 0,0191 0,0049 0,22
1300 up -0,0125 0,013 -0,00462 -0,0051 0,0207 -0,0089 0,0208 0,0036 0,15  
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Result table 2 a 
 
PPC3 Low range: Vaisala result set 1

Reference values Original Original Drift corr. Drift corr. Drift corr. Drift corr.
Nominal LNE LNE Drift Vaisala 1 Vaisala 1 Vaisala 1 Vaisala 1 deviation normalised
pressure result unc'ty correction result unc'ty result unc'ty from LNE error

hPa hPa hPa hPa/month hPa hPa hPa hPa hPa En

1100 down 0,0180 0,0103 0,00170 0,0005 0,011 0,0024 0,0110 -0,0156 -1,04
1050 down 0,0202 0,0098 0,00194 0,0010 0,011 0,0031 0,0110 -0,0171 -1,16
1000 down 0,0165 0,0093 0,00255 0,0015 0,010 0,0043 0,0101 -0,0122 -0,89

950 down 0,0152 0,0088 0,00235 0,0015 0,010 0,0041 0,0101 -0,0111 -0,83
850 down 0,0114 0,0082 0,00231 0,0005 0,009 0,0030 0,0091 -0,0084 -0,68
750 down 0,0083 0,0074 0,00214 0,0005 0,008 0,0028 0,0083 -0,0055 -0,49
650 down 0,0092 0,0068 0,00184 0,0000 0,008 0,0020 0,0081 -0,0072 -0,68
550 down 0,0052 0,0063 0,00197 -0,0005 0,007 0,0016 0,0075 -0,0036 -0,36
500 down 0,0040 0,0059 0,00221 -0,0010 0,006 0,0014 0,0067 -0,0026 -0,29
500 up 0,0059 0,0056 0,00191 -0,0030 0,006 -0,0009 0,0063 -0,0068 -0,81
550 up 0,0060 0,0059 0,00180 -0,0005 0,007 0,0015 0,0078 -0,0045 -0,46
650 up 0,0101 0,0072 0,00174 0,0010 0,008 0,0029 0,0084 -0,0072 -0,65
750 up 0,0125 0,0076 0,00191 0,0025 0,008 0,0046 0,0082 -0,0079 -0,71
850 up 0,0153 0,0081 0,00214 0,0030 0,009 0,0053 0,0092 -0,0100 -0,81
950 up 0,0176 0,0089 0,00238 0,0040 0,010 0,0066 0,0103 -0,0110 -0,81

1000 up 0,0197 0,0094 0,00276 0,0050 0,010 0,0080 0,0109 -0,0117 -0,81
1050 up 0,0204 0,0099 0,00122 0,0035 0,011 0,0048 0,0111 -0,0156 -1,05
1100 up 0,0171 0,0103 0,00160 0,0040 0,011 0,0057 0,0110 -0,0114 -0,75  

 
 
 
 
Result table 2 b 
 
PPC3 Low range: Vaisala result set 2

Reference values Original Original Drift corr. Drift corr. Drift corr. Drift corr.
Nominal LNE LNE Drift Vaisala 2 Vaisala 2 Vaisala 2 Vaisala 2 deviation normalised
pressure result unc'ty correction result unc'ty result unc'ty from LNE error

hPa hPa hPa hPa/month hPa hPa hPa hPa hPa En

1100 down 0,0180 0,0103 0,00170 0,0020 0,0110 0,0029 0,0110 -0,0151 -1,00
1050 down 0,0202 0,0098 0,00194 0,0025 0,0110 0,0035 0,0110 -0,0167 -1,13
1000 down 0,0165 0,0093 0,00255 0,0020 0,0110 0,0034 0,0111 -0,0131 -0,91

950 down 0,0152 0,0088 0,00235 0,0035 0,0110 0,0047 0,0110 -0,0105 -0,74
850 down 0,0114 0,0082 0,00231 0,0010 0,0100 0,0022 0,0101 -0,0092 -0,71
750 down 0,0083 0,0074 0,00214 0,0005 0,0090 0,0016 0,0092 -0,0067 -0,57
650 down 0,0092 0,0068 0,00184 0,0005 0,0080 0,0015 0,0080 -0,0077 -0,73
550 down 0,0052 0,0063 0,00197 -0,0010 0,0070 0,0000 0,0074 -0,0052 -0,53
500 down 0,0040 0,0059 0,00221 -0,0015 0,0070 -0,0003 0,0075 -0,0043 -0,45
500 up 0,0059 0,0056 0,00191 -0,0030 0,0070 -0,0020 0,0072 -0,0079 -0,87
550 up 0,0060 0,0059 0,00180 -0,0015 0,0070 -0,0005 0,0076 -0,0065 -0,68
650 up 0,0101 0,0072 0,00174 0,0005 0,0080 0,0014 0,0083 -0,0087 -0,79
750 up 0,0125 0,0076 0,00191 0,0025 0,0090 0,0035 0,0091 -0,0090 -0,76
850 up 0,0153 0,0081 0,00214 0,0030 0,0100 0,0041 0,0102 -0,0112 -0,86
950 up 0,0176 0,0089 0,00238 0,0040 0,0100 0,0053 0,0102 -0,0123 -0,91

1000 up 0,0197 0,0094 0,00276 0,0040 0,0110 0,0055 0,0117 -0,0142 -0,95
1050 up 0,0204 0,0099 0,00122 0,0050 0,0110 0,0056 0,0111 -0,0148 -0,99
1100 up 0,0171 0,0103 0,00160 0,0045 0,0110 0,0053 0,0110 -0,0118 -0,78  
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Result table 2 c 
 
PPC3 Low range: Vaisala result set 3

Reference values Original Original Drift corr. Drift corr. Drift corr. Drift corr.
Nominal LNE LNE Drift Vaisala 3 Vaisala 3 Vaisala 3 Vaisala 3 deviation normalised
pressure result unc'ty correction result unc'ty result unc'ty from LNE error

hPa hPa hPa hPa/month hPa hPa hPa hPa hPa En

1100 down 0,0180 0,0103 0,00170 0,0045 0,0100 0,0054 0,0100 -0,0126 -0,88
1050 down 0,0202 0,0098 0,00194 0,0055 0,0110 0,0065 0,0110 -0,0137 -0,93
1000 down 0,0165 0,0093 0,00255 0,0070 0,0100 0,0084 0,0101 -0,0081 -0,59
950 down 0,0152 0,0088 0,00235 0,0070 0,0100 0,0082 0,0101 -0,0070 -0,52
850 down 0,0114 0,0082 0,00231 0,0055 0,0090 0,0067 0,0091 -0,0047 -0,38
750 down 0,0083 0,0074 0,00214 0,0050 0,0080 0,0061 0,0083 -0,0022 -0,20
650 down 0,0092 0,0068 0,00184 0,0040 0,0080 0,0050 0,0081 -0,0042 -0,40
550 down 0,0052 0,0063 0,00197 0,0035 0,0070 0,0045 0,0076 -0,0007 -0,07
500 down 0,0040 0,0059 0,00221 0,0035 0,0060 0,0047 0,0068 0,0007 0,07
500 up 0,0059 0,0056 0,00191 0,0010 0,0060 0,0020 0,0063 -0,0039 -0,46
550 up 0,0060 0,0059 0,00180 0,0030 0,0070 0,0040 0,0079 -0,0020 -0,21
650 up 0,0101 0,0072 0,00174 0,0045 0,0080 0,0054 0,0084 -0,0047 -0,42
750 up 0,0125 0,0076 0,00191 0,0065 0,0080 0,0075 0,0082 -0,0050 -0,45
850 up 0,0153 0,0081 0,00214 0,0075 0,0090 0,0086 0,0093 -0,0067 -0,54
950 up 0,0176 0,0089 0,00238 0,0090 0,0100 0,0103 0,0103 -0,0073 -0,54

1000 up 0,0197 0,0094 0,00276 0,0105 0,0100 0,0120 0,0110 -0,0077 -0,54
1050 up 0,0204 0,0099 0,00122 0,0065 0,0110 0,0071 0,0111 -0,0133 -0,89
1100 up 0,0171 0,0103 0,00160 0,0075 0,0110 0,0083 0,0110 -0,0088 -0,58  

 
 
 
 
Result table 2 d 
 
PPC3 Low range: MIKES results

Reference values Original Original Drift corr. Drift corr. Drift corr. Drift corr.
Nominal LNE LNE Drift MIKES MIKES MIKES MIKES deviation normalised
pressure result unc'ty correction result unc'ty result unc'ty from LNE error

hPa hPa hPa hPa/month hPa hPa hPa hPa hPa En

1100 down 0,0180 0,0103 0,00170 0,0215 0,0174 0,0228 0,0174 0,0048 0,24
1050 down 0,0202 0,0098 0,00194 0,0176 0,0168 0,0191 0,0168 -0,0011 -0,06
1000 down 0,0165 0,0093 0,00255 0,0177 0,0161 0,0195 0,0162 0,0030 0,16

950 down 0,0152 0,0088 0,00235 0,0158 0,0155 0,0175 0,0156 0,0023 0,13
850 down 0,0114 0,0082 0,00231 0,0134 0,0142 0,0150 0,0142 0,0036 0,22
750 down 0,0083 0,0074 0,00214 0,0106 0,0129 0,0122 0,0131 0,0039 0,26
650 down 0,0092 0,0068 0,00184 0,0091 0,0116 0,0104 0,0116 0,0012 0,09
550 down 0,0052 0,0063 0,00197 0,0067 0,0105 0,0081 0,0108 0,0029 0,23
500 down 0,0040 0,0059 0,00221 0,0060 0,0097 0,0076 0,0101 0,0036 0,31
500 up 0,0059 0,0056 0,00191 0,0070 0,0096 0,0084 0,0098 0,0025 0,23
550 up 0,0060 0,0059 0,00180 0,0076 0,0103 0,0090 0,0108 0,0030 0,24
650 up 0,0101 0,0072 0,00174 0,0104 0,0116 0,0117 0,0118 0,0016 0,11
750 up 0,0125 0,0076 0,00191 0,0127 0,0128 0,0141 0,0130 0,0016 0,10
850 up 0,0153 0,0081 0,00214 0,0152 0,0142 0,0168 0,0143 0,0015 0,09
950 up 0,0176 0,0089 0,00238 0,0178 0,0155 0,0195 0,0156 0,0019 0,11

1000 up 0,0197 0,0094 0,00276 0,0190 0,0161 0,0210 0,0166 0,0013 0,07
1050 up 0,0204 0,0099 0,00122 0,0187 0,0168 0,0196 0,0168 -0,0008 -0,04
1100 up 0,0171 0,0103 0,00160 0,0201 0,0174 0,0213 0,0174 0,0042 0,21  
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Result table 3 a  
 
PTB330: Vaisala result set 1

Reference values Original Original Drift corr. Drift corr. Drift corr. Drift corr.
Nominal LNE LNE Drift Vaisala 1 Vaisala 1 Vaisala 1 Vaisala 1 deviation normalised
pressure result unc'ty correction result unc'ty result unc'ty from LNE error

hPa hPa hPa hPa/month hPa hPa hPa hPa hPa En

1100 down 0,0387 0,0101 0,00970 0,0230 0,013 0,0336 0,0156 -0,0051 -0,28
1050 down 0,0449 0,0096 0,01096 0,0240 0,013 0,0359 0,0138 -0,0090 -0,53
1000 down 0,0488 0,0093 0,01232 0,0305 0,013 0,0439 0,0139 -0,0049 -0,29
950 down 0,0528 0,0094 0,01510 0,0290 0,012 0,0455 0,0131 -0,0073 -0,45
850 down 0,0574 0,0089 0,01511 0,0440 0,012 0,0605 0,0177 0,0031 0,16
750 down 0,0651 0,0083 0,01814 0,0505 0,012 0,0703 0,0193 0,0052 0,25
650 down 0,0683 0,0085 0,01875 0,0590 0,012 0,0794 0,0165 0,0111 0,60
550 down 0,0737 0,0084 0,02233 0,0665 0,013 0,0908 0,0246 0,0171 0,66
500 down 0,0800 0,0176 0,01777 0,0765 0,012 0,0959 0,0225 0,0159 0,56
500 up 0,0775 0,0084 0,02229 0,0625 0,011 0,0868 0,0206 0,0093 0,42
550 up 0,0701 0,0088 0,02110 0,0560 0,012 0,0790 0,0202 0,0089 0,40
650 up 0,0596 0,0092 0,01895 0,0440 0,011 0,0647 0,0136 0,0051 0,31
750 up 0,0538 0,0105 0,01610 0,0385 0,012 0,0560 0,0165 0,0022 0,11
850 up 0,0482 0,0087 0,01314 0,0335 0,012 0,0478 0,0157 -0,0004 -0,02
950 up 0,0439 0,0089 0,01211 0,0245 0,013 0,0377 0,0154 -0,0062 -0,35

1000 up 0,0402 0,0092 0,01161 0,0250 0,013 0,0377 0,0210 -0,0025 -0,11
1050 up 0,0412 0,0098 0,01082 0,0230 0,013 0,0348 0,0157 -0,0064 -0,35
1100 up 0,0357 0,0107 0,00990 0,0225 0,014 0,0333 0,0150 -0,0024 -0,13  

 
 
 
 
Result table 3 b 
 
PTB330: Vaisala result set 2

Reference values Original Original Drift corr. Drift corr. Drift corr. Drift corr.
Nominal LNE LNE Drift Vaisala 2 Vaisala 2 Vaisala 2 Vaisala 2 deviation normalised
pressure result unc'ty correction result unc'ty result unc'ty from LNE error

hPa hPa hPa hPa/month hPa hPa hPa hPa hPa En

1100 down 0,0387 0,0101 0,00970 0,0235 0,013 0,0286 0,0150 -0,0101 -0,56
1050 down 0,0449 0,0096 0,01096 0,0275 0,012 0,0333 0,0127 -0,0116 -0,73
1000 down 0,0488 0,0093 0,01232 0,0345 0,012 0,0410 0,0128 -0,0078 -0,49
950 down 0,0528 0,0094 0,01510 0,0405 0,012 0,0485 0,0129 -0,0043 -0,27
850 down 0,0574 0,0089 0,01511 0,0450 0,012 0,0530 0,0166 -0,0044 -0,23
750 down 0,0651 0,0083 0,01814 0,0520 0,010 0,0616 0,0166 -0,0035 -0,19
650 down 0,0683 0,0085 0,01875 0,0630 0,011 0,0729 0,0148 0,0046 0,27
550 down 0,0737 0,0084 0,02233 0,0670 0,011 0,0788 0,0214 0,0051 0,22
500 down 0,0800 0,0176 0,01777 0,0755 0,010 0,0849 0,0195 0,0049 0,19
500 up 0,0775 0,0084 0,02229 0,0650 0,011 0,0768 0,0188 -0,0007 -0,03
550 up 0,0701 0,0088 0,02110 0,0585 0,011 0,0697 0,0180 -0,0004 -0,02
650 up 0,0596 0,0092 0,01895 0,0500 0,011 0,0600 0,0131 0,0004 0,03
750 up 0,0538 0,0105 0,01610 0,0410 0,011 0,0495 0,0148 -0,0043 -0,23
850 up 0,0482 0,0087 0,01314 0,0350 0,012 0,0420 0,0150 -0,0062 -0,36
950 up 0,0439 0,0089 0,01211 0,0265 0,011 0,0329 0,0132 -0,0110 -0,69

1000 up 0,0402 0,0092 0,01161 0,0220 0,012 0,0282 0,0188 -0,0120 -0,57
1050 up 0,0412 0,0098 0,01082 0,0240 0,012 0,0297 0,0143 -0,0115 -0,66
1100 up 0,0357 0,0107 0,00990 0,0250 0,013 0,0302 0,0138 -0,0055 -0,31  
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Result table 3 c 
 
PTB330: Vaisala result set 3

Reference values Original Original Drift corr. Drift corr. Drift corr. Drift corr.
Nominal LNE LNE Drift Vaisala 3 Vaisala 3 Vaisala 3 Vaisala 3 deviation normalised
pressure result unc'ty correction result unc'ty result unc'ty from LNE error

hPa hPa hPa hPa/month hPa hPa hPa hPa hPa En

1100 down 0,0387 0,0101 0,00970 0,0435 0,013 0,0322 0,0157 -0,0065 -0,35
1050 down 0,0449 0,0096 0,01096 0,0480 0,013 0,0352 0,0138 -0,0097 -0,58
1000 down 0,0488 0,0093 0,01232 0,0575 0,012 0,0431 0,0131 -0,0057 -0,36
950 down 0,0528 0,0094 0,01510 0,0640 0,012 0,0463 0,0132 -0,0065 -0,40
850 down 0,0574 0,0089 0,01511 0,0760 0,012 0,0583 0,0179 0,0009 0,05
750 down 0,0651 0,0083 0,01814 0,0890 0,011 0,0678 0,0189 0,0027 0,13
650 down 0,0683 0,0085 0,01875 0,0995 0,010 0,0776 0,0153 0,0093 0,53
550 down 0,0737 0,0084 0,02233 0,1135 0,011 0,0874 0,0240 0,0137 0,54
500 down 0,0800 0,0176 0,01777 0,1135 0,010 0,0927 0,0219 0,0127 0,45
500 up 0,0775 0,0084 0,02229 0,1100 0,011 0,0839 0,0209 0,0064 0,29
550 up 0,0701 0,0088 0,02110 0,1010 0,010 0,0763 0,0194 0,0062 0,29
650 up 0,0596 0,0092 0,01895 0,0855 0,012 0,0633 0,0145 0,0037 0,22
750 up 0,0538 0,0105 0,01610 0,0730 0,010 0,0542 0,0153 0,0004 0,02
850 up 0,0482 0,0087 0,01314 0,0615 0,011 0,0461 0,0152 -0,0021 -0,12
950 up 0,0439 0,0089 0,01211 0,0505 0,012 0,0363 0,0147 -0,0076 -0,44

1000 up 0,0402 0,0092 0,01161 0,0485 0,012 0,0349 0,0207 -0,0053 -0,23
1050 up 0,0412 0,0098 0,01082 0,0460 0,013 0,0333 0,0158 -0,0079 -0,42
1100 up 0,0357 0,0107 0,00990 0,0440 0,013 0,0324 0,0141 -0,0033 -0,19  

 
 
 
 
Result table 3 d 
 
PTB330: MIKES results

Reference values Original Original Drift corr. Drift corr. Drift corr. Drift corr.
Nominal LNE LNE Drift MIKES MIKES MIKES MIKES deviation normalised
pressure result unc'ty correction result unc'ty result unc'ty from LNE error

hPa hPa hPa hPa/month hPa hPa hPa hPa hPa En

1100 down 0,0387 0,0101 0,00970 0,0402 0,018 0,0473 0,0194 0,0086 0,39
1050 down 0,0449 0,0096 0,01096 0,0365 0,017 0,0445 0,0175 -0,0004 -0,02
1000 down 0,0488 0,0093 0,01232 0,0430 0,017 0,0520 0,0172 0,0032 0,16
950 down 0,0528 0,0094 0,01510 0,0465 0,017 0,0575 0,0172 0,0047 0,24
850 down 0,0574 0,0089 0,01511 0,0503 0,016 0,0614 0,0199 0,0040 0,18
750 down 0,0651 0,0083 0,01814 0,0530 0,014 0,0662 0,0194 0,0011 0,05
650 down 0,0683 0,0085 0,01875 0,0578 0,013 0,0715 0,0165 0,0032 0,17
550 down 0,0737 0,0084 0,02233 0,0664 0,014 0,0827 0,0236 0,0090 0,36
500 down 0,0800 0,0176 0,01777 0,0696 0,014 0,0826 0,0225 0,0026 0,09
500 up 0,0775 0,0084 0,02229 0,0647 0,012 0,0809 0,0197 0,0034 0,16
550 up 0,0701 0,0088 0,02110 0,0569 0,013 0,0723 0,0198 0,0022 0,10
650 up 0,0596 0,0092 0,01895 0,0494 0,013 0,0632 0,0148 0,0036 0,21
750 up 0,0538 0,0105 0,01610 0,0420 0,014 0,0537 0,0177 -0,0001 0,00
850 up 0,0482 0,0087 0,01314 0,0402 0,015 0,0498 0,0174 0,0016 0,08
950 up 0,0439 0,0089 0,01211 0,0359 0,016 0,0448 0,0175 0,0009 0,04

1000 up 0,0402 0,0092 0,01161 0,0351 0,017 0,0435 0,0225 0,0033 0,14
1050 up 0,0412 0,0098 0,01082 0,0337 0,017 0,0416 0,0192 0,0004 0,02
1100 up 0,0357 0,0107 0,00990 0,0363 0,018 0,0435 0,0183 0,0078 0,37  
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Result table 4 a 
 
PPC3 High range: Vaisala result set 1, En values calculated for Vaisala target CMC

Drift corr.
Reference values Original Vaisala Drift corr. Drift corr. Drift corr. normalised

Nominal LNE LNE Drift Vaisala 1 target Vaisala 1 target deviation error for
pressure result unc'ty correction result unc'ty result unc'ty from LNE target unc'ty

hPa hPa hPa hPa/month hPa hPa hPa hPa hPa En

1300 down -0,0101 0,013 -0,00376 -0,0200 0,0165 -0,0242 0,0167 -0,0141 -0,67
1200 down -0,0116 0,012 -0,00383 -0,0180 0,0160 -0,0223 0,0165 -0,0107 -0,53
1000 down -0,0163 0,011 -0,00390 -0,0170 0,0150 -0,0214 0,0161 -0,0051 -0,26

800 down -0,0212 0,010 -0,00389 -0,0145 0,0140 -0,0189 0,0177 0,0023 0,11
600 down -0,0157 0,007 -0,00335 -0,0080 0,0130 -0,0118 0,0148 0,0039 0,24
400 down -0,0141 0,006 -0,00325 -0,0035 0,0120 -0,0072 0,0144 0,0069 0,44
200 down -0,0192 0,004 -0,00328 -0,0045 0,0110 -0,0082 0,0152 0,0110 0,70
100 down -0,0161 0,004 -0,00303 -0,0035 0,0105 -0,0069 0,0150 0,0092 0,59
50 down -0,0118 0,004 -0,00294 -0,0005 0,0103 -0,0038 0,0175 0,0080 0,44
50 up -0,0191 0,003 -0,00294 -0,0095 0,0103 -0,0128 0,0175 0,0063 0,35

100 up -0,0245 0,004 -0,00278 -0,0130 0,0105 -0,0161 0,0192 0,0084 0,43
200 up -0,0299 0,005 -0,00357 -0,0170 0,0110 -0,0210 0,0183 0,0089 0,47
400 up -0,0230 0,006 -0,00429 -0,0140 0,0120 -0,0188 0,0149 0,0042 0,26
600 up -0,0218 0,007 -0,00461 -0,0165 0,0130 -0,0217 0,0140 0,0001 0,01
800 up -0,0222 0,009 -0,00440 -0,0225 0,0140 -0,0275 0,0141 -0,0053 -0,31

1000 up -0,0202 0,011 -0,00438 -0,0220 0,0150 -0,0269 0,0153 -0,0067 -0,36
1200 up -0,0158 0,012 -0,00407 -0,0215 0,0160 -0,0261 0,0161 -0,0103 -0,51
1300 up -0,0125 0,013 -0,00462 -0,0200 0,0165 -0,0252 0,0167 -0,0127 -0,60  

 
 
 
 
Result table 4 b 
 
PPC3 High range: Vaisala result set 2, En values calculated for Vaisala target CMC

Drift corr.
Reference values Original Vaisala Drift corr. Drift corr. Drift corr. normalised

Nominal LNE LNE Drift Vaisala 2 target Vaisala 2 target deviation error for
pressure result unc'ty correction result unc'ty result unc'ty from LNE target unc'ty

hPa hPa hPa hPa/month hPa hPa hPa hPa hPa En

1300 down -0,0101 0,013 -0,00376 -0,0230 0,0165 -0,0256 0,0166 -0,0155 -0,74
1200 down -0,0116 0,012 -0,00383 -0,0220 0,0160 -0,0247 0,0164 -0,0131 -0,64
1000 down -0,0163 0,011 -0,00390 -0,0220 0,0150 -0,0247 0,0159 -0,0084 -0,44

800 down -0,0212 0,010 -0,00389 -0,0225 0,0140 -0,0252 0,0171 -0,0040 -0,20
600 down -0,0157 0,007 -0,00335 -0,0135 0,0130 -0,0158 0,0144 -0,0001 -0,01
400 down -0,0141 0,006 -0,00325 -0,0095 0,0120 -0,0118 0,0140 0,0023 0,15
200 down -0,0192 0,004 -0,00328 -0,0120 0,0110 -0,0143 0,0145 0,0049 0,33
100 down -0,0161 0,004 -0,00303 -0,0110 0,0105 -0,0131 0,0142 0,0030 0,20
50 down -0,0118 0,004 -0,00294 -0,0100 0,0103 -0,0121 0,0164 -0,0003 -0,02
50 up -0,0191 0,003 -0,00294 -0,0190 0,0103 -0,0211 0,0164 -0,0020 -0,12

100 up -0,0245 0,004 -0,00278 -0,0235 0,0105 -0,0254 0,0179 -0,0009 -0,05
200 up -0,0299 0,005 -0,00357 -0,0270 0,0110 -0,0295 0,0171 0,0004 0,02
400 up -0,0230 0,006 -0,00429 -0,0210 0,0120 -0,0240 0,0144 -0,0010 -0,06
600 up -0,0218 0,007 -0,00461 -0,0215 0,0130 -0,0247 0,0138 -0,0029 -0,19
800 up -0,0222 0,009 -0,00440 -0,0255 0,0140 -0,0286 0,0141 -0,0064 -0,38

1000 up -0,0202 0,011 -0,00438 -0,0255 0,0150 -0,0286 0,0152 -0,0084 -0,45
1200 up -0,0158 0,012 -0,00407 -0,0240 0,0160 -0,0268 0,0160 -0,0110 -0,55
1300 up -0,0125 0,013 -0,00462 -0,0235 0,0165 -0,0267 0,0167 -0,0142 -0,67  
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Result table 4 c 
 
PPC3 High range: Vaisala result set 3, En values calculated for Vaisala target CMC

Drift corr.
Reference values Original Vaisala Drift corr. Drift corr. Drift corr. normalised

Nominal LNE LNE Drift Vaisala 3 target Vaisala 3 target deviation error for
pressure result unc'ty correction result unc'ty result unc'ty from LNE target unc'ty

hPa hPa hPa hPa/month hPa hPa hPa hPa hPa En

1300 down -0,0101 0,013 -0,00376 -0,0290 0,0165 -0,0247 0,0167 -0,0146 -0,69
1200 down -0,0116 0,012 -0,00383 -0,0275 0,0160 -0,0231 0,0165 -0,0115 -0,57
1000 down -0,0163 0,011 -0,00390 -0,0270 0,0150 -0,0226 0,0161 -0,0063 -0,32

800 down -0,0212 0,010 -0,00389 -0,0255 0,0140 -0,0211 0,0178 0,0001 0,01
600 down -0,0157 0,007 -0,00335 -0,0170 0,0130 -0,0132 0,0148 0,0025 0,15
400 down -0,0141 0,006 -0,00325 -0,0125 0,0120 -0,0088 0,0144 0,0053 0,34
200 down -0,0192 0,004 -0,00328 -0,0140 0,0110 -0,0103 0,0152 0,0089 0,57
100 down -0,0161 0,004 -0,00303 -0,0125 0,0105 -0,0090 0,0150 0,0071 0,45
50 down -0,0118 0,004 -0,00294 -0,0100 0,0103 -0,0066 0,0175 0,0052 0,29
50 up -0,0191 0,003 -0,00294 -0,0190 0,0103 -0,0156 0,0175 0,0035 0,19

100 up -0,0245 0,004 -0,00278 -0,0225 0,0105 -0,0193 0,0192 0,0052 0,26
200 up -0,0299 0,005 -0,00357 -0,0280 0,0110 -0,0239 0,0183 0,0060 0,31
400 up -0,0230 0,006 -0,00429 -0,0255 0,0120 -0,0206 0,0149 0,0024 0,15
600 up -0,0218 0,007 -0,00461 -0,0280 0,0130 -0,0227 0,0140 -0,0009 -0,06
800 up -0,0222 0,009 -0,00440 -0,0330 0,0140 -0,0280 0,0141 -0,0058 -0,35

1000 up -0,0202 0,011 -0,00438 -0,0325 0,0150 -0,0275 0,0153 -0,0073 -0,39
1200 up -0,0158 0,012 -0,00407 -0,0310 0,0160 -0,0264 0,0161 -0,0106 -0,53
1300 up -0,0125 0,013 -0,00462 -0,0310 0,0165 -0,0257 0,0167 -0,0132 -0,63  

 
 
 
 
Result table 5 a 
 
PPC3 Low range: Vaisala result set 1, En values calculated for Vaisala target CMC

Drift corr.
Reference values Original Vaisala Drift corr. Drift corr. Drift corr. normalised

Nominal LNE LNE Drift Vaisala 1 target Vaisala 1 target deviation error for
pressure result unc'ty correction result unc'ty result unc'ty from LNE target unc'ty

hPa hPa hPa hPa/month hPa hPa hPa hPa hPa En

1100 down 0,0180 0,0103 0,00170 0,0005 0,0155 0,0024 0,0155 -0,0156 -0,84
1050 down 0,0202 0,0098 0,00194 0,0010 0,0153 0,0031 0,0153 -0,0171 -0,94
1000 down 0,0165 0,0093 0,00255 0,0015 0,0150 0,0043 0,0151 -0,0122 -0,69

950 down 0,0152 0,0088 0,00235 0,0015 0,0148 0,0041 0,0148 -0,0111 -0,65
850 down 0,0114 0,0082 0,00231 0,0005 0,0143 0,0030 0,0143 -0,0084 -0,51
750 down 0,0083 0,0074 0,00214 0,0005 0,0138 0,0028 0,0139 -0,0055 -0,35
650 down 0,0092 0,0068 0,00184 0,0000 0,0133 0,0020 0,0133 -0,0072 -0,48
550 down 0,0052 0,0063 0,00197 -0,0005 0,0128 0,0016 0,0131 -0,0036 -0,25
500 down 0,0040 0,0059 0,00221 -0,0010 0,0125 0,0014 0,0129 -0,0026 -0,18
500 up 0,0059 0,0056 0,00191 -0,0030 0,0125 -0,0009 0,0126 -0,0068 -0,49
550 up 0,0060 0,0059 0,00180 -0,0005 0,0128 0,0015 0,0132 -0,0045 -0,31
650 up 0,0101 0,0072 0,00174 0,0010 0,0133 0,0029 0,0135 -0,0072 -0,47
750 up 0,0125 0,0076 0,00191 0,0025 0,0138 0,0046 0,0139 -0,0079 -0,50
850 up 0,0153 0,0081 0,00214 0,0030 0,0143 0,0053 0,0144 -0,0100 -0,60
950 up 0,0176 0,0089 0,00238 0,0040 0,0148 0,0066 0,0149 -0,0110 -0,63

1000 up 0,0197 0,0094 0,00276 0,0050 0,0150 0,0080 0,0156 -0,0117 -0,64
1050 up 0,0204 0,0099 0,00122 0,0035 0,0153 0,0048 0,0153 -0,0156 -0,85
1100 up 0,0171 0,0103 0,00160 0,0040 0,0155 0,0057 0,0155 -0,0114 -0,61  
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Result table 5 b 
 
PPC3 Low range: Vaisala result set 2, En values calculated for Vaisala target CMC

Drift corr.
Reference values Original Vaisala Drift corr. Drift corr. Drift corr. normalised

Nominal LNE LNE Drift Vaisala 2 target Vaisala 2 target deviation error for
pressure result unc'ty correction result unc'ty result unc'ty from LNE target unc'ty

hPa hPa hPa hPa/month hPa hPa hPa hPa hPa En

1100 down 0,0180 0,0103 0,00170 0,0020 0,0155 0,0029 0,0155 -0,0151 -0,81
1050 down 0,0202 0,0098 0,00194 0,0025 0,0153 0,0035 0,0153 -0,0167 -0,92
1000 down 0,0165 0,0093 0,00255 0,0020 0,0150 0,0034 0,0151 -0,0131 -0,74

950 down 0,0152 0,0088 0,00235 0,0035 0,0148 0,0047 0,0148 -0,0105 -0,61
850 down 0,0114 0,0082 0,00231 0,0010 0,0143 0,0022 0,0143 -0,0092 -0,56
750 down 0,0083 0,0074 0,00214 0,0005 0,0138 0,0016 0,0139 -0,0067 -0,42
650 down 0,0092 0,0068 0,00184 0,0005 0,0133 0,0015 0,0133 -0,0077 -0,52
550 down 0,0052 0,0063 0,00197 -0,0010 0,0128 0,0000 0,0130 -0,0052 -0,36
500 down 0,0040 0,0059 0,00221 -0,0015 0,0125 -0,0003 0,0128 -0,0043 -0,31
500 up 0,0059 0,0056 0,00191 -0,0030 0,0125 -0,0020 0,0126 -0,0079 -0,57
550 up 0,0060 0,0059 0,00180 -0,0015 0,0128 -0,0005 0,0131 -0,0065 -0,46
650 up 0,0101 0,0072 0,00174 0,0005 0,0133 0,0014 0,0134 -0,0087 -0,57
750 up 0,0125 0,0076 0,00191 0,0025 0,0138 0,0035 0,0138 -0,0090 -0,57
850 up 0,0153 0,0081 0,00214 0,0030 0,0143 0,0041 0,0144 -0,0112 -0,68
950 up 0,0176 0,0089 0,00238 0,0040 0,0148 0,0053 0,0149 -0,0123 -0,71

1000 up 0,0197 0,0094 0,00276 0,0040 0,0150 0,0055 0,0155 -0,0142 -0,79
1050 up 0,0204 0,0099 0,00122 0,0050 0,0153 0,0056 0,0153 -0,0148 -0,81
1100 up 0,0171 0,0103 0,00160 0,0045 0,0155 0,0053 0,0155 -0,0118 -0,63  

 
 
 
 
Result table 5 c 
 
PPC3 Low range: Vaisala result set 3, En values calculated for Vaisala target CMC

Drift corr.
Reference values Original Vaisala Drift corr. Drift corr. Drift corr. normalised

Nominal LNE LNE Drift Vaisala 3 target Vaisala 3 target deviation error for
pressure result unc'ty correction result unc'ty result unc'ty from LNE target unc'ty

hPa hPa hPa hPa/month hPa hPa hPa hPa hPa En

1100 down 0,0180 0,0103 0,00170 0,0045 0,0155 0,0054 0,0155 -0,0126 -0,68
1050 down 0,0202 0,0098 0,00194 0,0055 0,0153 0,0065 0,0153 -0,0137 -0,75
1000 down 0,0165 0,0093 0,00255 0,0070 0,0150 0,0084 0,0151 -0,0081 -0,46

950 down 0,0152 0,0088 0,00235 0,0070 0,0148 0,0082 0,0148 -0,0070 -0,40
850 down 0,0114 0,0082 0,00231 0,0055 0,0143 0,0067 0,0143 -0,0047 -0,28
750 down 0,0083 0,0074 0,00214 0,0050 0,0138 0,0061 0,0139 -0,0022 -0,14
650 down 0,0092 0,0068 0,00184 0,0040 0,0133 0,0050 0,0133 -0,0042 -0,28
550 down 0,0052 0,0063 0,00197 0,0035 0,0128 0,0045 0,0131 -0,0007 -0,05
500 down 0,0040 0,0059 0,00221 0,0035 0,0125 0,0047 0,0129 0,0007 0,05
500 up 0,0059 0,0056 0,00191 0,0010 0,0125 0,0020 0,0126 -0,0039 -0,28
550 up 0,0060 0,0059 0,00180 0,0030 0,0128 0,0040 0,0132 -0,0020 -0,14
650 up 0,0101 0,0072 0,00174 0,0045 0,0133 0,0054 0,0135 -0,0047 -0,31
750 up 0,0125 0,0076 0,00191 0,0065 0,0138 0,0075 0,0139 -0,0050 -0,32
850 up 0,0153 0,0081 0,00214 0,0075 0,0143 0,0086 0,0144 -0,0067 -0,40
950 up 0,0176 0,0089 0,00238 0,0090 0,0148 0,0103 0,0149 -0,0073 -0,42

1000 up 0,0197 0,0094 0,00276 0,0105 0,0150 0,0120 0,0157 -0,0077 -0,42
1050 up 0,0204 0,0099 0,00122 0,0065 0,0153 0,0071 0,0153 -0,0133 -0,73
1100 up 0,0171 0,0103 0,00160 0,0075 0,0155 0,0083 0,0155 -0,0088 -0,47  
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Result table 6 a 
 
PTB330: Vaisala result set 1, En values calculated for Vaisala target CMC

Drift corr.
Reference values Original Vaisala Drift corr. Drift corr. Drift corr. normalised

Nominal LNE LNE Drift Vaisala 1 target Vaisala 1 target deviation error for
pressure result unc'ty correction result unc'ty result unc'ty from LNE target unc'ty

hPa hPa hPahPa/month hPa hPa hPa hPa hPa En

1100 down 0,0387 0,0101 0,00970 0,0230 0,013 0,0336 0,0177 -0,0051 -0,25
1050 down 0,0449 0,0096 0,01096 0,0240 0,013 0,0359 0,0159 -0,0090 -0,48
1000 down 0,0488 0,0093 0,01232 0,0305 0,013 0,0439 0,0158 -0,0049 -0,27

950 down 0,0528 0,0094 0,01510 0,0290 0,012 0,0455 0,0157 -0,0073 -0,40
850 down 0,0574 0,0089 0,01511 0,0440 0,012 0,0605 0,0193 0,0031 0,14
750 down 0,0651 0,0083 0,01814 0,0505 0,012 0,0703 0,0204 0,0052 0,23
650 down 0,0683 0,0085 0,01875 0,0590 0,012 0,0794 0,0174 0,0111 0,57
550 down 0,0737 0,0084 0,02233 0,0665 0,013 0,0908 0,0245 0,0171 0,66
500 down 0,0800 0,0176 0,01777 0,0765 0,012 0,0959 0,0228 0,0159 0,55
500 up 0,0775 0,0084 0,02229 0,0625 0,011 0,0868 0,0214 0,0093 0,40
550 up 0,0701 0,0088 0,02110 0,0560 0,012 0,0790 0,0206 0,0089 0,40
650 up 0,0596 0,0092 0,01895 0,0440 0,011 0,0647 0,0155 0,0051 0,28
750 up 0,0538 0,0105 0,01610 0,0385 0,012 0,0560 0,0178 0,0022 0,11
850 up 0,0482 0,0087 0,01314 0,0335 0,012 0,0478 0,0175 -0,0004 -0,02
950 up 0,0439 0,0089 0,01211 0,0245 0,013 0,0377 0,0169 -0,0062 -0,32

1000 up 0,0402 0,0092 0,01161 0,0250 0,013 0,0377 0,0223 -0,0025 -0,11
1050 up 0,0412 0,0098 0,01082 0,0230 0,013 0,0348 0,0176 -0,0064 -0,32
1100 up 0,0357 0,0107 0,00990 0,0225 0,014 0,0333 0,0164 -0,0024 -0,12  

 
 
 
 
Result table 6 b 
 
PTB330: Vaisala result set 2, En values calculated for Vaisala target CMC

Drift corr.
Reference values Original Vaisala Drift corr. Drift corr. Drift corr. normalised

Nominal LNE LNE Drift Vaisala 2 target Vaisala 2 target deviation error for
pressure result unc'ty correction result unc'ty result unc'ty from LNE target unc'ty

hPa hPa hPahPa/month hPa hPa hPa hPa hPa En

1100 down 0,0387 0,0101 0,00970 0,0235 0,016 0,0286 0,0172 -0,0101 -0,50
1050 down 0,0449 0,0096 0,01096 0,0275 0,015 0,0333 0,0158 -0,0116 -0,63
1000 down 0,0488 0,0093 0,01232 0,0345 0,015 0,0410 0,0156 -0,0078 -0,43

950 down 0,0528 0,0094 0,01510 0,0405 0,015 0,0485 0,0155 -0,0043 -0,24
850 down 0,0574 0,0089 0,01511 0,0450 0,014 0,0530 0,0182 -0,0044 -0,22
750 down 0,0651 0,0083 0,01814 0,0520 0,014 0,0616 0,0191 -0,0035 -0,17
650 down 0,0683 0,0085 0,01875 0,0630 0,013 0,0729 0,0166 0,0046 0,25
550 down 0,0737 0,0084 0,02233 0,0670 0,013 0,0788 0,0223 0,0051 0,22
500 down 0,0800 0,0176 0,01777 0,0755 0,013 0,0849 0,0209 0,0049 0,18
500 up 0,0775 0,0084 0,02229 0,0650 0,013 0,0768 0,0197 -0,0007 -0,03
550 up 0,0701 0,0088 0,02110 0,0585 0,013 0,0697 0,0191 -0,0004 -0,02
650 up 0,0596 0,0092 0,01895 0,0500 0,013 0,0600 0,0150 0,0004 0,03
750 up 0,0538 0,0105 0,01610 0,0410 0,014 0,0495 0,0170 -0,0043 -0,21
850 up 0,0482 0,0087 0,01314 0,0350 0,014 0,0420 0,0168 -0,0062 -0,33
950 up 0,0439 0,0089 0,01211 0,0265 0,015 0,0329 0,0165 -0,0110 -0,59

1000 up 0,0402 0,0092 0,01161 0,0220 0,015 0,0282 0,0209 -0,0120 -0,53
1050 up 0,0412 0,0098 0,01082 0,0240 0,015 0,0297 0,0171 -0,0115 -0,58
1100 up 0,0357 0,0107 0,00990 0,0250 0,016 0,0302 0,0162 -0,0055 -0,28  
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Result table 6 c 
 
PTB330: Vaisala result set 3, En values calculated for Vaisala target CMC

Drift corr.
Reference values Original Vaisala Drift corr. Drift corr. Drift corr. normalised

Nominal LNE LNE Drift Vaisala 3 target Vaisala 3 target deviation error for
pressure result unc'ty correction result unc'ty result unc'ty from LNE target unc'ty

hPa hPa hPahPa/month hPa hPa hPa hPa hPa En

1100 down 0,0387 0,0101 0,00970 0,0435 0,016 0,0322 0,0178 -0,0065 -0,32
1050 down 0,0449 0,0096 0,01096 0,0480 0,015 0,0352 0,0160 -0,0097 -0,52
1000 down 0,0488 0,0093 0,01232 0,0575 0,015 0,0431 0,0159 -0,0057 -0,31

950 down 0,0528 0,0094 0,01510 0,0640 0,015 0,0463 0,0157 -0,0065 -0,35
850 down 0,0574 0,0089 0,01511 0,0760 0,014 0,0583 0,0195 0,0009 0,04
750 down 0,0651 0,0083 0,01814 0,0890 0,014 0,0678 0,0207 0,0027 0,12
650 down 0,0683 0,0085 0,01875 0,0995 0,013 0,0776 0,0176 0,0093 0,47
550 down 0,0737 0,0084 0,02233 0,1135 0,013 0,0874 0,0249 0,0137 0,52
500 down 0,0800 0,0176 0,01777 0,1135 0,013 0,0927 0,0232 0,0127 0,44
500 up 0,0775 0,0084 0,02229 0,1100 0,013 0,0839 0,0217 0,0064 0,28
550 up 0,0701 0,0088 0,02110 0,1010 0,013 0,0763 0,0209 0,0062 0,27
650 up 0,0596 0,0092 0,01895 0,0855 0,013 0,0633 0,0156 0,0037 0,21
750 up 0,0538 0,0105 0,01610 0,0730 0,014 0,0542 0,0180 0,0004 0,02
850 up 0,0482 0,0087 0,01314 0,0615 0,014 0,0461 0,0177 -0,0021 -0,11
950 up 0,0439 0,0089 0,01211 0,0505 0,015 0,0363 0,0170 -0,0076 -0,39

1000 up 0,0402 0,0092 0,01161 0,0485 0,015 0,0349 0,0226 -0,0053 -0,22
1050 up 0,0412 0,0098 0,01082 0,0460 0,015 0,0333 0,0177 -0,0079 -0,39
1100 up 0,0357 0,0107 0,00990 0,0440 0,016 0,0324 0,0164 -0,0033 -0,17  
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